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BERKELEY ANALYTICAL 
815 Harbour Way South, Suite 6 

Richmond, CA  94804 
Ph. 510-236-2325; Fax 510-236-2335 
E-mail info@berkeleyanalytical.com 

 
Analysis of Field-Collected Air Samples 

 
Customer and Project Information 

Report Certification 
Report number 061-028-IH-Dec1015 
Report date December 10, 2015 
Certified by (Name/Title) Raja Tannous, Laboratory Director 

Signature  
Date December 11, 2015  

Methods 
U.S. EPA TO-17 Determination of Volatile Organic Compounds in Ambient…  
Customer Information 
Customer: US EPA 
City/State/Country San Francisco, CA, USA 
Contact name/Title Jeff Woodlee  
Phone number 415-972-3740  
Project Information 
Project number Not given 
Project name IAQ 75 Hawthorne  
Project location Not given 
Project date December 8, 2015  
Laboratory Receiving Information 
Date samples received by lab December 9, 2015 
Condition of samples No observed problems 
Lab tracking numbers 061-028-10  
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Sample Information 

Sample 
No. Sample Description Sampler No. Date Collected 

Volume 
(L) Analysis Type 

Specified 
Method 

C8-01 10221 Mi51131 December 8, 2015 4.878 Caprolactam TO-17 
C8-02 10332 Mi59952 December 8, 2015 4.812 Caprolactam TO-17 
C8-03 10366 Mi59923 December 8, 2015 4.960 Caprolactam TO-17 
C8-04 10344 Mi59929 December 8, 2015 4.523 Caprolactam TO-17 
C8-05 10448 Mi51157 December 8, 2015 4.747 Caprolactam TO-17 
C8-06 10146 Mi51159 December 8, 2015 4.892 Caprolactam TO-17 
C8-07 10411 Mi58847 December 8, 2015 4.805 Caprolactam TO-17 
C8-08 10151 Mi59924 December 8, 2015 4.750 Caprolactam TO-17 
C8-09 10216 Mi51176 December 8, 2015 4.893 Caprolactam TO-17 
C8-10 12368 Mi59935 December 8, 2015 5.192 Caprolactam TO-17 
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Analytical Information 

Sample No. Lab Track. No. Method Date Analyzed Analyst Data File 
C8-01 061-028-01 TO-17 December 9, 2015 R. Gill T151209_14 
C8-02 061-028-02 TO-17 December 9, 2015 R. Gill T151209_15 
C8-03 061-028-03 TO-17 December 9, 2015 R. Gill T151209_16 
C8-04 061-028-04 TO-17 December 9, 2015 R. Gill T151209_17 
C8-05 061-028-05 TO-17 December 9, 2015 R. Gill T151209_18 
C8-06 061-028-06 TO-17 December 9, 2015 R. Gill T151209_19 
C8-07 061-028-07 TO-17 December 9, 2015 R. Gill T151209_20 
C8-08 061-028-08 TO-17 December 9, 2015 R. Gill T151209_21 
C8-09 061-028-09 TO-17 December 9, 2015 R. Gill T151209_22 
C8-10 061-028-10 TO-17 December 9, 2015 R. Gill T151209_23 
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Project Specific Information 

Air samples for the analysis of caprolactam (CAS # 105-60-2) were received by the laboratory on December 9, 2015. There were ten 
multi-sorbent tubes for caprolactam analysis.  The analytical results are reported in Table 1.  All laboratory data, including but not 
limited to raw instrument files, calibration files, and quality control checks used to generate the results will be made available to the 
customer upon request.  

The multisorbent air samples were analyzed for VOCs following U.S. EPA Compendium Method TO-17. Individual VOCs (iVOCs) were 
quantified using multi-point (4 or more points) with calibration curves prepared with pure standards, unless otherwise noted.  

MDL and LOQ – Method detection limit (MDL) of 3.9 nanograms  for caprolactam was determined from the analysis of three replicates of the 
low level standard spiked onto multisorbent air sampling tubes;  The practical lower limit of quantitation (LOQ) is three times the MDL.  

Uncertainty – The laboratory uses the ISO GUM method to estimate the uncertainties associated with the measurement of VOCs .  The 
expanded uncertainty is equal to two times the relative standard deviation.  For 2015, the expanded uncertainty estimated for caprolactam was 
±11%. 

All test methods used in this project are contained in the scope of Berkeley Analytical’s ISO/IEC 17025 accreditation (TL-383, 
International Accreditation Service, Inc.).  

 



 

061-028-IH-Dec1015 Do not copy or otherwise reproduce this report except in full 5 of 5 

 
Results 

Table 1. Quantitative analysis of Caprolactam (CAS # 105-60-2).  

Sample No. Sample Name Volume (L) Mass* (ng) 
Conc 

(µg/m3) 
C8-01 10221 4.878 30.8 6.3 
C8-02 10332 4.812 32.9 6.8 
C8-03 10366 4.960 41.7 8.4 
C8-04 10344 4.523 35.0 7.7 
C8-05 10448 4.747 27.4 5.8 
C8-06 10146 4.892 46.7 9.6 
C8-07 10411 4.805 173 35.9 
C8-08 10151 4.750 43.1 9.1 
C8-09 10216 4.893 ND* ND 
C8-10 12368 5.192 43.7 8.4 

*Nd = Not detected or below the method detection limit (MDL)  
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